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Set set, Surzicel Inssrument, Sistitute 


SOURCE: Tokyo, Japan, 

IMPORTANCE: Not previously reported, 

BESCRIPTION: This set was manufaccures inte in the war, sometime in 
1945, and replaces the surgica: iustcument set, type 1938, which 
had been reported previously from Luzon. It consists of one chest 
whereas the previously mentioned type 1938 consists of two chests 
both of which ere slightly larger than the new model, 

The chest is made of a soft wood and its dimensions are 17" x 
11" x 6", Neils are used to hold it together and reinforcement 
is afforded by 3/4" right ongle metal strips employed on each 
corner of the chest. The lid is held by two ee and fastens 
by means of two hooks on ordinary screws which are on the face of 
the chest. The outside is painted olive drab while the inside 
was left unpainted. 

Inside the chest, the lower larger compartment, without bracing 
or supports, contcins the larger instruments, There is a shallow 
wooden trey provided with:an aluminum frame by which smaller in- 
struments are kept in plecc. 


The contents are as follows: 


1. Forceps, dressing ea 2 
2, Forceps, intestinal, straight ea, 2 
3. Forceps, peritoneal ea 5 
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The construction and workmanship of this set shows clearly 


and assembled at branch medical depots, 
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a definite critical scarcity of all the necessary materiel and 
labor which went into the manufacturing of the previous model. 


The quelity and quantity of the instruments is far below the 


Reports are that these sets were being partially manufactur 
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Fig. 1 - Gase, closed. 


Fig. 2 - Case, open, showing contents. 


